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Transfusion-induced hyperkalemia can lead to cardiac arrest, especially when the patient rapidly receives a large 
amount of red blood cells (RBCs), previously stored for a long period of time, irradiated or both. We report on a case 
of application of the Continuous AutoTransfusion System (CATS) to wash RBCs, in order to lower the high potassium 
(K + ) level in the packed RBCs unit, during massive transfusion following transfusion-induced hyperkalemic cardiac 
arrest. After the washing process using CATS, there was no more electrocardiographic abnormality or cardiac arrest 
due to hyperkalemia. This case emphasizes the potential risk to develop transfusion-related hyperkalemic cardiac 
arrest, during massive transfusion of irradiated, pre-stored RBCs. CATS can be effectively used to lower the K + 
concentration in the packed RBCs unit, especially when the risk of transfusion-induced hyperkalemia is high. (Korean 
J Anesthesiol 2012; 62: 281-284) 
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We report on a case of application of the Continuous 
AutoTransfusion System (CATS, Fresenius AG, Bad Homburg, 
Germany) to wash RBCs, in order to lower the high potassium 
(K + ) level in the packed RBCs unit, during massive transfusion 
following transfusion-induced hyperkalemic cardiac arrest. 

Case Report 

A 1-month-old, 3.1 kg, male infant was scheduled for surgery 



due to huge hemorrhagic mass in the left posterior fossa, which 
extended to the left upper neck through the jugular foramen (Fig. 1). 
Before the intervention, the patient received mechanical res- 
piratory care in the pediatric ICU. The oxygen saturation (Sp0 2 ) 
was 98% on F^ 0.4, under mechanical ventilation. The serum 
hematocrit was 43% and the serum K + was 3.7 mM/L. 

Prior to induction of anesthesia, the vital signs were stable. 
After standard, non-invasive monitoring was applied, anesthesia 
was induced with atropine 0.06 mg and thiopental 18 mg. 
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Manual ventilation was performed with sevoflurane 8 vol% 
in 100% oxygen, and rocuronium 1.8 mg was injected for 
muscle relaxation. The initial endotracheal tube was changed 
to reinforced endotracheal tube ID 3.0 mm and a 24-gauge 
catheter was placed in the left radial artery. 

The double lumen 4-Fr central venous catheter was placed 
in the right subclavian vein. A forced-air warming blanket was 
used to maintain the normal temperature range. Anesthesia 
was maintained with inhalation of sevoflurane and intermittent 
boluses of fentanyl and rocuronium. The patient was placed 
into the prone position for surgical approach. 

Although the amount of bleeding was not small, the patient's 
vital signs remained stable for the first two hours of surgery 
(systolic BP 70-90 mmHg, pulse rate 120-140 bpm, Sp0 2 99%, 
and temperature 36°C). Blood laboratory tests were performed 
30 minutes prior to the first cardiac arrest, as presented in Table 




Fig. 1. Preoperative Brain MRI contrast- enhanced Tl-weighted 
image showing huge hemorrhagic tumor in left posterior fossa ex- 
tending to the left upper neck though jugular foramen. 



1. During this period, volume replacement consisted of 350 ml 
of 0.9% normal saline and 1 unit of non-irradiated RBCs (average 
unit volume 160 ml, hematocrit 70%). Calcium chloride (CaCl 2 ) 
was administered upon the result of the blood test. 

After 1 pack of non-irradiated RBCs for a hematocrit of 
25%, the patient started to receive irradiated RBCs. The RBCs 
had been irradiated 5 days prior to transfusion. Meanwhile, 
the operative blood loss increased substantially. Blood loss 
was replaced by rapid intravenous administration of the 
RBCs. Shortly after injection of the RBCs, the patient's heart 
rate slowed to 60 bpm. This episode was accompanied by 
morphological changes seen on the ECG. The QRS interval was 
widened, tall peaked T- waves were observed on VI — V6 leads and 
the ECG became isoelectric. The patient's peripheral pulse was 
impalpable. The anesthesiologists commenced external chest 
compressions with the 2 thumb-encircling technique, because 
the child was placed in the prone position. An adequate cardiac 
output was achieved with this technique, as evidenced via 
oximetry, arterial pressure and capnography readings. Before 
the cardiac arrest, approximately 80 ml of irradiated RBCs had 
been transfused for 10 minutes. 

Following the cardiac arrest, the hematocrit was 38%, while 
the serum K + was increased to 14.2 mM/L. 

Thus, transfusion was stopped on the suspicion of trans- 
fusion-induced hyperkalemia. We infused the mixture of 10 
units of regular insulin and 50 ml of 50% dextrose. Several doses 
of epinephrine 10 meg, atropine 0.1 mg, and CaCl 2 30 mg were 
administered, with concomitant chest compressions. 

Seven minutes after the cardiac arrest, the cardiac electrical 
activity was returned and BP was 70/40 mmHg. Ten minutes 
after recovery of spontaneous circulation, an arterial blood 
sample was tested, and the K + level was found significantly 
decreased to 6.8 mM/L. At this time, other laboratory data were 
also quite close to the normal limits, as shown in Table 1. 

Further massive transfusion would have resulted in a poten- 
tially fatal, further increase in the serum K + level. The patient 



Table 1. Laboratory Results of the Blood During the Operation and the Processed RBCs 



Time 


-2hr 


-30min 


0 (arrest) 


+ 10min 


+3hr 


+6hr 


Processed RBCs 


pH 


7.38 


7.27 


6.95 


7.07 


6.98 


6.85 


< 6.80 


PaC0 2 (mmHg) 


44 


35 


63 


53 


69 


103 


57 


Pa0 2 (mmHg) 


99 


99 


49 


297 


144 


60 


52 


HC0 3 " (mM/L) 


26.0 


16.1 


13.8 


15.4 


16.2 


18.0 




BE (mM/L) 


0.9 


-10.8 


-18.3 


-14.7 


-15.4 


-15.7 




Hb(g/dL) 


9.2 


8.5 


12.9 


12.6 


10.5 


8.8 


20.1 


Hct (%) 


27 


25 


38 


37 


31 


26 


59 


Na + (mM/L) 


131 


137 


133 


136 


153 


152 


129 


K + (mM/L) 


3.9 


3.7 


14.2 


6.8 


3.2 


4.1 


19.9 


Ca 2+ (mM/L) 


1.18 


1.14 


0.39 


1.13 


0.68 


1.70 





At the time of 0, isoelectric ECG. ± N time: N minutes before and after arrest time. BE: base-excess, Hb: hemoglobin, Hct: hematocrit. — : un- 
measurable. Data at +3 hr and +6 hr were obtained while processing of RBCs using CATS. 
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continued to bleed, and transfusion was absolutely mandatory. 

Therefore, we decided to wash these RBCs before trans- 
fusion by using a CATS which was readily available in the 
operating room. 

During the operation, the patient received 27 more units 
of blood bank RBCs; each was processed with 0.9% normal 
saline by the CATS before transfusion, but the cell saver device 
was not used to salvage shed blood. The packed RBCs were 
filtered, washed, and then reinfused to the patient. Utilizing 
a transfusion set, the packed RBCs were prepared and were 
mixed with an anticoagulation solution (25,000 iu of heparin 
per each 1 L normal saline) in the reservoir. When a volume 
has been collected enough to fill the wash bowl, the processing 
began. The washing phase removed cellular debris, plasma free 
hemoglobin, anticoagulant solution, activated clotting factors, 
any plasma bound antibiotics, intracellular enzymes, plasma, 
platelets, and white cells. When the washing phase has been 
terminated, the device pumped the blood into the reinfusion 
bag and stopped when the bowl is emptied. After using CATS, 
there was no more electrocardiographic abnormality or cardiac 
arrest due to transfusion-related hyperkalemia. 

While waiting for non-irradiated RBCs were ready at the 
blood bank, we started the first washing process with irradiated 
RBCs. But, transfusion was performed with non-irradiated 
RBCs after the preparation of non-irradiated RBCs. 

On the occasion of arrest, esophageal temperature fell to 
34°C. Accordingly, Level 1 rapid infusion (SIMS Level 1, Inc., 
Rockland, MA) system was installed that ensures blood pro- 
ducts are delivered at the proper temperature. 

Table 1 shows the biochemistry of the blood during the 
operation. The processed RBCs were also tested and revealed 
K + concentration of 19.9 mM/L and hematocrit 59%. 

However, at a certain point, the bleeding was uncontrollable. 
The blood biochemistry at this time is shown in Table 1, as 
results at '6 hr' following the cardiac arrest. The surgeon 
decided to stop the mass excision and bleeding control. After 
skin closure, the patient was transferred to the pediatric ICU 
and expired at the ICU. 

During operation, the estimated blood loss was 9,000 ml. 
Infused fluids consisted of normal saline 750 ml, HES 640 ml, 
RBCs 28 units, fresh frozen plasma 21 units, platelet concentrate 
9 units, and cryoprecipitate 1 unit. 

Discussion 

The pathogenesis of hyperkalemia-induced cardiac arrest 
during massive RBCs transfusion is complex, and it depends 
on the quality of RBCs, the patient, and administration factors. 
The K + concentration in the stored RBC unit may be one of the 
most important factors. Serious patient condition, such as low 



cardiac output, may increase the K + level in the coronary artery 
during RBCs transfusion. It may also be affected by other patient 
factors, such as hypocalcemia, hypothermia and acidosis [1]. 
Finally, the amount, the speed, and the route of transfusion 
are all associated with hyperkalemia-induced cardiac arrest. 
In our case, rapid transfusion of RBCs was urgently required, 
and 80 ml of blood was injected through the central line. Rapid 
administration through the central venous access may deliver 
more concentrated K + loads to the coronary circulation than 
the peripheral venous access, and this could have contributed 
to provoking cardiac arrest [2] . 

We would like to pay more attention to the quality of the 
RBCs, which had been irradiated 5 days prior to transfusion. 
Although irradiation policies vary in different hospitals, the 
time between irradiation and transfusion should be minimized, 
particularly in neonates or pediatric patients. Irradiation is 
thought to increase the damage to the membrane bound ionic 
pumps, leading to increased leak of K + into the extracellular 
space [1]. Therefore, it has been demonstrated that irradiated 
RBCs have significantly higher extracellular K + levels than 
non-irradiated units [3]. Similarly, it has been shown that the 
increase in the K + level was more significant in RBCs stored 
for longer periods of time, prior to transfusion [4]. Therefore, 
both the British Committee for Standards in Haematology 
Blood Transfusion Task Force and the Australian & New 
Zealand Society of Blood Transfusion suggested the following 
guidelines: 

1. Red cells may be irradiated at any time up to 14 days 
after collection, and thereafter stored for a further 14 days 
from irradiation. 2. Where the patient is at particular risk from 
hyperkalemia, it is recommended that red cells be transfused 
within 24 hours of irradiation [5] . 

Washing of the RBCs may also increase the K + levels. How- 
ever, it is unlikely that a unit of RBCs would have a K + concen- 
tration higher than 5 mM/L after washing, during 6 hours of 
storage at 4°C if the cells were not irradiated, and for 3 hours if 
the cells were irradiated [6]. In our case, we transfused the post- 
washing RBCs within 3 hours of the washing process. 

It has been demonstrated that processing of stored RBCs 
with CATS effectively removes cellular products and meta- 
bolites, while maintaining the physiologic electrolyte range 
[7]. Similarly, the washing of the RBCs results in very low levels 
of residual K + [8] . The CATS autotransfusion system has been 
documented for a mean K + elimination rate of 97.3% [9]. This 
rate may vary, depending on the washing devices and modes. 
There are two representative operational modes for this system, 
depending on the adequate volume to fill the bowl and the 
speed of processing. Compared with the quality mode, the 
emergency mode is characterized by faster processing, thereby 
consuming less washing solution. According to a previous 
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article, quality mode CATS reduced the median load of K + 
to 92% of the baseline, whereas the emergency mode CATS 
reduced it to only 70% of that [10]. 

Although we followed the guidelines suggested in several 
previous studies, our case showed a higher level of K + than 
expected. To evaluate the quality of the washed RBCs, we 
measured the K + level after processing with the CATS and 
the concentration was very high, i.e. 19.9 mM/L. We could 
not measure the K + concentration of the packed RBCs before 
processing. We used the Gem Premier 3000 system to check 
for the parameters, and the range of K + concentration that 
could be displayed with this device was from 0.1 to 20.0 mM/ 
L. Therefore, we did not know the exact value. Nevertheless, 
according to several previous studies, it is assumed that the K + 
level might be, on average, 40 mM/L in non-irradiated RBCs 
[9] and 60 mM/L in the irradiated units [11,12]. In our case, 
supposing pre-processing value of 60 mM/L, K + was reduced 
only 67% after processing. 

In this presented case, we could suggested 3 possible reasons 
which may have contributed to the relatively high level of K + in 
the washed RBCs. First, we used the emergency mode not the 
quality mode, because we had to install the device immediately 
after reversing the cardiac arrest. Second, we used relatively 
old blood and there was a delay of 5 days in the use of these 
units after radiation; these factors could both lead to high 
K + concentration in the prewashed RBCs unit. It has been 
shown that, if the blood product was more than 17 days old, 
the reduction in the K + level after washing it was less efficient 
than after washing fresh RBC units [8] . Third, if the RBCs were 
transfused as soon as processed and not stored in the collecting 
bottle, the K + concentration could be lower, because there 
might be an increase of hemolysis in the washed RBCs while 
stored at room temperature, as previously reported [6]. Hence, 
to strengthen the merits of CATS, using quality mode rather 
than emergency mode is recommended, and fresh RBCs are 
always preferable, especially in infants. Washing should be 
done just before whenever needed, so that the RBCs would not 
be left at room temperature for a long time. 

One thing to consider is heparin. Although the packed RBCs 
were mixed with a large amount of heparin in the reservoir, 
the ratios of residual heparin in washed red cells transfused to 
neonatal or pediatric patients are extremely low [13]. Therefore, 
when properly processed, autotransfusion does not provoke 
bleeding and can be used safely with neonates and pediatric 
patients, without concern regarding the residual heparin [ 14] . 

In conclusion, CATS can be used for decreasing the K + level 



of the RBCs before transfusion, particularly when clinically 
significant hyperkalemia is anticipated in neonates and infants, 
and the risk of hyperkalemic cardiac arrest is high. 
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